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of South Carolina, 1 at Emory University, and 4 at the New York State Psychiatric Institute). Six of these 8 raters made a second attempt on another set of videotapes, and 3 passed. The 3 who failed again were permanently disqualified. Once certified, all rating interviews were videotaped, and a subset at key time points were rated by a masked external rater. A computer program then compared the HAM-D scores of the clinical raters and the expert rater, and the study chairs were notified if there was significant drift. One rater was removed because of poor performance. (Each site used 3 magnetic coils with a metal insert blocking the field, identical in weight and external appearance and with similar acoustic properties when actively pulsed. One coil, coil A, was unblinded and was used to determine motor thresholds. The remaining 2 coils were distinguishable only by external labels as coil B or coil C, with one being active and the other sham. Sham coils contained a magnetic shield limiting the magnetic energy reaching the cortex to 10% or less of that of the active coil. The active and sham coils had identical weight and appearance and similar acoustic properties. Triplets of coils were periodically rotated from the coordinating center at the Medical University of South Carolina across the 4 clinical sites to reduce the possibility that inadvertent unmasking would result in knowledge of the nature of the B and C coils. On 4 occasions [3 at Emory University and 1 at the New York State Psychiatric Institute], a treater encountered equipment problems with the TMS coils; the sham and active coils were replaced at that site, and the TMS administrator was changed until that patient completed treatment. This procedure ensured that the TMS administrator was not accidentally unblinded. There were no instances in which treaters indicated that they were unblinded or were highly confident of the randomized assignment of any patient.) C, Coincident with each discharge of the sham coil, an electrical pulse (unidirectional, square wave, 0.5 mA) was administered from a modified Mecta Spectrum 5000Q machine (Mecta Corp, Lake Oswego, Oregon) connected to the TMS machine through a signaling interface created by the James Long Co (Caroga Lake, New York) that mimicked the active rTMS sensation and also caused focal scalp twitching. 57, 58 Patients, treaters, clinical raters, the offsite expert rater, and all other study personnel were masked to coil functionality. The integrity of the mask was assessed immediately at phase 1 exit. Patients, treaters, and local raters made "best guesses" as to assignment to active or sham rTMS and indicated their confidence in this guess (not at all, slightly, moderately, considerably, or extremely). (11) 31 (43) 44 (52) 46 (62) 53 (61) a Twenty-two patients reported that they were "extremely confident" in their guess, but only 15 of these guessed correctly. Treaters guessed correctly 65% of the time (67% correct for active repetitive transcranial magnetic stimulation [rTMS] and 64% for sham). No treaters were extremely confident in their guesses, with 82% of guesses rated as slightly or not at all confident. Clinical raters guessed correctly 48% of the time (35% correct for active rTMS and 59% for sham). No clinical rater was extremely confident, with 84% of clinical rater guesses reported to be slightly or not at all confident. We conducted logistic regression on the primary outcome of the actual stated guess (active vs sham). Independent variables included treatment (active vs sham), percentage change from baseline in the last recorded Hamilton Scale for Depression score of the fixed-treatment phase and site (categorical). Interactions between model covariates were examined but were not significant at the level of P Ͻ.15. For patient guesses, the effect was significant for the percentage change in Hamilton Scale for Depression score (P Ͻ .001) and not for treatment (P=.11) or site (P =.24). That is, patients' guesses were affected by their degree of clinical change in the direction of guessing that active treatment was administered when greater improvement was achieved. However, there was no effect of actual randomized assignment. Similar results were obtained for the guesses of the clinical raters. For treaters, the effect was significant for treatment (PϽ .001) and percentage change (P= .04) but not for site (P = .12 ). This analysis, plus the lack of any "confident" or "extremely confident" ratings by treaters and clinical raters (and random accuracy in patients with confident or extremely confident marks), suggest that blinding was effectively maintained.
